H I G H L I G H T S
• Two lower cost filter-based BC analytical techniques were tested against a reference system.
• The three techniques are influenced by the type of aerosol and filter substrate.
• Results evidence a relatively good correlation between the three methodologies.
• Initial calibration of the lower cost methods using local aerosol samples is essential.
• One of the lower cost techniques may be used by the cookstove users with a citizen science approach.
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Introduction
Black carbon (BC) is a type of primary carbonaceous aerosol emitted during the incomplete combustion of fossil fuels, wood and other forms of biomass (Ahmed et al., 2009) . It is composed of sub micrometer particles that have an unique combination of physical properties (Bond et al., 2013) such as a strong absorption of visible light and a high resistance to chemical transformation (Petzold et al., 2013) .
BC is a short-lived climate pollutant that only remains in the atmosphere a few days (Pachauri and Reisinger, 2007) . It has been described as the second most important component of global warming after CO 2 in terms of direct forcing (Jacobson, 2000) . It causes warming of the atmosphere through a number of different processes (United Nations Environment Programme, 2011). When suspended, it absorbs solar radiation and influences cloud formation. When deposited on snow and ice, it darkens their surface, which accelerates heat absorption and ice melting (Ramanathan and Carmichael, 2008) . Moreover, BC is an important component of particulate air pollution, and it is associated with adverse health effects and premature death (WHO and Scovronik, 2015) .
Twenty-five percent of the total global BC emissions is attributed to emissions of BC from residential biomass burning (Lamarque et al., 2010) . Biomass is used worldwide by more than two billion people that depend on wood, crop residue, and dung as their primary energy source for domestic needs such as heating and cooking (Roden et al., 2009) . Thus, emissions of this climate and health-related pollutant resulting from solid biomass burning in traditional cookstoves is a global concern (Arora and Jain, 2015) . Moreover, its measurement is critical to understand and evaluate the effectiveness of BC mitigation actions, such as the introduction of cleaner and more efficient cooking technologies, also known as improved cookstoves.
The WHO indoor air quality guidelines for household fuel combustion (WHO and Scovronik, 2015) provide recommendations to public health policy-makers and specialists working on energy, environmental and other issues to reduce household air pollution. They recognise that incorporating protocols, facilities and technical capacity for carrying out testing in parts of the world where this is most needed, is critical for their implementation. WHO also identifies key research needs such as emission testing to determine impacts of improved household energy technologies and clean fuels under real life and the relevance of studying the role of black carbon.
However, BC emissions from cookstoves have been less characterized than those from other common sources, such as diesel engines (Johnson et al., 2008) . In recent years, the number of studies measuring biofuel combustion emissions increased (Zhang et al., 2000; MacCarty et al., 2008; Fan and Zhang, 2001; Bhattacharya et al., 2002) but only a limited number of them analysed BC cookstove emissions using optical and thermal-optical methods (Johnson et al., 2008; Ramanathan et al., 2011; Patange et al., 2015; Rehman et al., 2011; Venkataraman et al., 2005) .
The scarcity of studies on biofuel emissions from cookstoves and, more specifically, on BC emissions, is due to the complexity related to measuring emissions from such a heterogeneous and diverse activity (MacCarty et al., 2008) . In general, pollutant measurements (including BC) in rural and resource-constrained areas are limited by the lack of adequate instrumentation, power supply and reproducible environmental conditions. Other causes are the wide distribution and remote location of these stoves, as well as the relatively invasive and complex assessment methods available (Johnson et al., 2008) . Very often, BC measurement techniques pose a challenge in terms of their high upfront cost and level of technical expertise required for operating them .
In this work, the performance of two low-cost and easy to use methods for BC estimation was assessed: reflectometry, and a cellphone-based system (in general, any camera-based system). These methods have the potential to be used for studies in resourceconstrained locations due to their low cost, portability and low technical requirements. Moreover, their easy use can open up possibilities of involving cookstove users in the data collection process, which would result in awareness raising on this topic (Nelms et al., 2017) . Although there are several examples of citizen science projects (Castell et al., 2015; Kaufman et al., 2014; among others) , this approach has rarely been used in cookstoves studies. The increased use of mobile phones can bridge the gap in resource constrained locations, where other infrastructure is lacking.
The performance of the lower-cost methods was assessed by comparison with the European reference method for EC quantification on filter samples (CEN TC264-WG35), thermo-optical transmission (TOT) analysis (Cavalli et al., 2010) which, due to its relative complexity and cost, is in general not applicable for field work in situations with limited means.
It is essential to note that the three techniques measure different parameters: while the reference method determines EC concentrations, the cell-phone-based system estimates BC and the reflectometer measures reflectance. The concepts of BC and EC are not equivalent (Petzold et al., 2013) , so the differences must be taken into account during the comparison between methods.
The results obtained with the three techniques were compared for different aerosol types and loads, as well as for different filter substrates.
The aim of this work was to assess the performance of the reflectometer and cellphone optical analysis when compared to the thermaloptical transmission (TOT) analyzer. If proved to be comparable within a given uncertainty range, these methods could be recommended as lower-cost tools for estimation of BC from cookstove emissions in resource-constrained locations.
Experimental methods
Sample collection
Aerosol samples were collected in two locations, Dakar (Senegal) and Barcelona (Spain). Samples were collected to obtain a range of BC and EC loads (from low to high) and to assess the influence of different aerosol types on measured BC and EC concentrations. This enables a more robust comparison of the three techniques (Ahmed et al., 2009 ). Samples were collected on quartz fibre filters (Pallflex, tissuquartz, 2500 QAT-UP) and glass fibre filters (Hi-Q environmental products, FPAE-102, 0.3 μm aerodynamic equivalent diameter).
In Dakar, samples were collected at the Research and Studies Centre on Renewable Energies of the University of Dakar (CERER, UCAD) using a Laboratory Emissions Monitoring System (LEMS), developed by the Aprovecho Research Center (ARC) (see photos in supporting information). This system was designed to sample cookstove emissions after dilution. In this way, the aerosol concentrations sampled may be considered as a good approximation of indoor emissions in a typical rural household in Senegal during the cooking hours. In Barcelona, on the other hand, aerosol concentrations were sampled in outdoor air at an urban background air quality monitoring station located in the vicinity of traffic emissions (IDAEA-CSIC Station).
Both types of samples were representative of markedly different aerosol types: biomass burning aerosols for indoor air quality in households using solid fuels as primary source of energy in Senegal, and urban aerosol dominated mainly by traffic emissions, characteristic of ambient air in a typical European city, Barcelona. BC and EC concentrations were much lower in the Barcelona than in the Dakar samples.
In the LEMS in Senegal, the stove was placed under a hood structure which collects exhaust flows produced during the combustion. It has a gravimetric system to measure PM 2.5 using filter-based sampling, which consists of a vacuum pump that draws a sample through a sample line and a critical orifice at a steady flow of 16.7 L/min. A cyclone particle separator was used so that PM 2.5 was collected on a filter while the pump was switched on.
Filters for PM collection were regularly changed as they were quickly saturated with PM 2.5 . To solve this, the ARC designed a modification of the gravimetric system by adding a second sampling train in parallel with the gravimetric sampling train, with a lower flow rating of 3 L/min. This separate BC sample train allowed a simultaneous collection of PM 2.5 and BC samples as well as the use of different types of filter media. The Water Boiling Test (WBT) protocol (version 4.2.3) was applied. The WBT is a standardized test, commonly used in the laboratory, which is a simplified simulation of the cooking process intending to measure how efficiently a stove uses fuel to heat water in a cooking pot and the emissions produced while cooking.(The Water Boiling Test. Version 4.2.3. Cookstove Emissions and Efficiency in a Controlled Laboratory Setting, 2014). In this test, 5 L of water are brought to boil (cold start phase) and then simmered for 45 min (simmer phase).
In Barcelona, ambient air PM 2.5 samples were collected by means of a MCV CAV-A (MCV S.A.) high-volume sampler (30 m 3 /h). This type of sampler is certified to be equivalent to the EU reference for PM 2.5 monitoring. The sampler was located at the IDAEA-CSIC reference station (41°23′14″ N, 02°06′56″E). Samples were collected over 24 h periods.
In total, 102 quartz fibre filters and 81 glass fibre filters were collected in Senegal, and 222 quartz fibre filters were collected in Barcelona. Some of these samples were removed because BC deposition was below or above analytical limits of detection. Finally, 73 quartz fibre filters collected in Senegal and 76 in Barcelona were analysed with the three analytical methods, and 52 glass fibre filters sampled in Senegal were analysed with the cell-phone system and the reflectometer, given that glass fibre filters are not recommended for analysis by TOT. Glass fibre filters are generally preferred to quartz ones in resourcesconstrained areas due to their lower cost.
Determination of BC and EC on filters
There are different methods to determine the concentration of BC/EC based on the chemical, physical and light absorption properties of the particles (Petzold et al., 2013) . The optical methods quantify the light absorbing component of the particles, and are based on the fact that BC absorbs light due to its colour. The thermal-optical methods determine the quantity of graphitic-like elemental carbon (EC) based on its stability at high temperatures in an inert atmosphere. In this work, we used two optical filter-based techniques (reflectometry and cell-phone based system) and one thermal-optical transmission (TOT) filter-based technique, all of them offline. The latter determines EC concentrations, whereas the former two estimate BC concentrations.
Cell-phone based system (Nexleaf)
It is an optical technique in which a photograph of the filter is captured with a cell-phone or a camera and transmitted to a server where an algorithm compares the image (the colour of the filter) with a calibrated scale (see photos in supporting information). The BC load is estimated by measuring its reflectance in the red wavelength, based on the "blackness" of the photograph.
This system is easy to use, cheap and rapid and its performance was already assessed by its developers Patange et al., 2015) . According to the manufacturer specifications, the measurement range is 5-25 μg BC/cm 2 , with an accuracy of 20% . It is important that the filter colours are not in the limits of the reference scale (too white or too black), and photos of the filters and optical reference cards need to be taken under relatively uniform lighting.
Within a citizen science approach, cookstove users may use the camera on their mobile phones to capture and transmit the images containing the filter and colour chart to the server, to automatically compute the daily BC concentrations for each household. This would only be possible if comparable sampling methods and durations are used, in order to allow for comparison of BC loadings (μg/cm 2 ) between different users. The focus of such a citizen science approach would be air quality and health, and not climate studies (due to the lack of OC data).
Smoke stain reflectometer (Model 43D, Diffusion Systems Ltd.)
The reflectometer is a non-destructive and portable system, commonly used to determine BC concentrations (Biswas et al., 2003; Begum et al., 2007; Downward et al., 2015) . It has already been used in several cookstove BC emission studies (Johnson et al., 2008; Huboyo et al., 2009) . A high-performance LED with maximum emission at 650 nm shines on the filter, and the reflected light is measured by a photo-sensitive element (Safo-Adu et al., 2014) .
Then, the electrical response is amplified to produce a reflectance reading (RR). The darker the filter, the lower the amount of reflected light, in such a way that low RR values correspond to high BC loads and vice-versa. The reflectometer reads on a scale of 0 (black) to 100 (white), although RR b 10 and N90 suffer from major uncertainty (Adeti and Ahiamadjie, 2012) . The manufacturer recommends the use of paper filters, although the use of other filter materials, such as in this study, is also possible (Biswas et al., 2003 , Johnson et al., 2008 Huboyo et al., 2009; Salako, 2012) .
Sunset Laboratory carbon analyzer
This instrument determines the elemental carbon (EC) content on quartz fibre filters by using a thermal-optical method. Carbonaceous aerosols are thermally desorbed from the filter substrate under an inert helium atmosphere followed by an oxidizing atmosphere, using controlled heating ramps. The carbon contained in the sample is detected as CH 4 by a flame-ionization detector (Petzold et al., 2013) while organic (OC) and elemental (EC) carbon are discriminated by monitoring the optical transmittance through the filter sample. In this work, the EUSAAR2 thermal protocol was used (Cavalli et al., 2010) . Even though differences have been reported with the use of different temperature protocols (EUSAAR2, NIOSH, IMPROVE) (Chow et al., 2004; Cavalli et al., 2010) these differences are systematic and may be corrected when comparing results from studies using different protocols for the same types of aerosols.
In this work, the thermal-optical analysis was considered as the reference system for comparison with the two lower-cost optical methods described above. This technique was recently established as the reference EU method for OC and EC quantification on filter samples by the CEN standardization working group WG35 (CENTC264-WG35).
Method limitations
A number of limitations must be taken into account in this work: a) Regarding the optical methods, the extent of filter loading can influence particle, thus biasing the results (EPA-450/R-12-001, 2012). b) When using the reflectometer, the device is in direct contact with the filter surface. This may lead to potential mass loss and/or cross contamination (Yan et al., 2011) . The use of a teflon ring is recommended to protect the filter and mitigate potential impacts of contamination. c) The dependence of aerosol absorption on different wavelengths. The reflectometer works in the visible spectrum, and therefore BC measurements may be affected by interference with other light absorbing components. In the cell-phone system, BC load is estimated by measuring its reflectance in the red wavelength, where interference of other light absorbing components, like organic carbon, should be small or within the instrument's uncertainty range . d) For all three methods, results are influenced by the chemical composition and emissions sources of the aerosol, filter loading and uniformity of the particle deposit (Watson et al., 2005) . BC/EC measurements from biomass smoke may be more strongly affected than diesel engine samples, in part because of their higher levels of inorganic components and brown carbon (Novakov and Corrigan, 1995) . e) The methods assessed quantify BC and/or EC concentrations, but do not measure organic carbon (OC). This should be considered a limitation from the point of view of climate studies, where both OC and EC data are needed to obtain a reasonable characterisation of aerosols warming and cooling implications. However, this should not be considered a limitation if the proposed methods are used for air quality and health effects studies.
Technical requirements and features of the methods
In addition to the performance of the methods regarding their comparability with the reference, data quality and uncertainty of the measurements, the selection of a specific method for measuring BC emissions from cookstoves should also consider technical requirements. Table 1 includes the main parameters to be evaluated.
Statistical analysis
The statistical program STATGRAPHICS (StatPoint Technologies, Inc., 2014) was used for data analysis. The relationship between the analytical methods was established using the coefficient of determination (R 2 ) and an analysis of variance (ANOVA) was used to compare regression lines from the two types of aerosols. Further, the Wilcoxon signedrank test (Woolson, 2008) a non-parametric test procedure for the analysis of matched-pair data, was conducted in order to assess the differences between results from the cell-phone and the TOT system. Fig. 1 presents the results for BC load using quartz fibre filters with two different types of aerosols: biomass aerosols from cookstove emissions, and urban aerosols. For both types of aerosols, a high degree of correlation between the cell-phone and TOT methods may be observed (R 2 N 0.80).
Results and discussion
BC analysis by the cell-phone system compared with EC by thermooptical analysis (TOT)
For biomass aerosol samples, linear regression resulted in a slope of 1.35 with a correlation coefficient (R 2 ) equal to 0.84 (p b 0.05), after exclusion of two outliers. In the case of urban aerosols, the correlation was slightly higher (R 2 = 0.88), with a regression line slope = 0.71 (p b 0.05). The systematic error of the methods and the experimental error may explain the intercept of the regression curve, although the value is very close to zero. These results show that, for each different type of aerosol, the BC concentrations measured with the optical cellphone method are well correlated with the reference EC concentration range shown in Fig. 1 (2-20 μg/cm 2 ). This good correlation would suggest that, after determining the slope of the linear regression for the target aerosol under study, which should be done locally and for each study case, the optical cell-phone method could be considered an option for the estimation of BC concentrations in cookstove studies. It is essential to note that an initial calibration of the method with a reference instrument and using EC from local aerosol samples as reference would be an absolute pre-requisite for this. Any study attempting to use these methods must previously calibrate them using the same type of aerosol (under the same real-world conditions) as will be targeted.
The application of an analysis of variance, ANOVA, (see supporting information for complete results) showed that the slopes obtained from cookstove and urban aerosols were statistically different, with a confidence level of 95%. The different slopes obtained result from differences in the physical and chemical composition of the aerosols studied, mainly their mass absorption cross-section (MAC; Zanatta et al., 2016) . The MAC is defined as the light absorption coefficient (σ ap ) divided by elemental carbon mass concentration (m EC ), and expressed in units of m 2 /g (Zanatta et al., 2016) . Different types of aerosols are characterized by different MAC values, especially when dealing with the combustion of different fuels (Watson et al., 2005; Ahmed et al., 2009 ). In particular, wood burning emits large amounts of organic gases along with BC aerosols during smoldering (WHO and Scovronik, 2015; Bond et al., 2007; Petzold et al., 2013) . The coating of non-absorbing organic (OC) layers on BC particles enhances the absorption (increases the MAC) (Zanatta et al., 2016) , resulting in higher BC loads by optical method (Ahmed et al., 2009 ). Furthermore, light-absorbing organic matter, also known as brown carbon (Andreae and Gelencsér, 2006) , may have influenced BC measurements. As a reference, in the present study urban aerosol samples had OC loadings between 5.6 and 22.9 μg/cm 2 , and an average OC/EC of 2.45 (±1.14) (for a representative subset of samples). For biomass aerosols, OC filters loadings were 3.8-53.7, and the average OC/EC was 2.61 (± 1.78). Thus, OC/EC ratios were similar for both types of aerosols in this study, suggesting that the relative OC load did not explain the differences in response to optical methods for the urban and biomass aerosols. However, one very relevant limitation is that a number of the biomass aerosol filters were not preserved cold during transport and until analysis, which may have accounted for probable OC losses. a Prices don't take into account costs of sampling equipment; the only include costs of the equipment for filter analysis.
Studies have shown that biomass aerosols have higher light absorption than traffic-generated particles (Salako, 2012) , while others had shown an opposite trend (Jeong et al., 2004) . The discrepancies could be due to the complex interaction of physical aerosol properties and the filter matrix (Andreae and Gelencsér, 2006) . Another factor possibly affecting the different slopes obtained in Fig.  1 could be particle size, given that the cookstove emissions were fresh particles directly emitted by the source whereas the urban particles underwent a certain ageing during transport from the source (vehicular traffic) to the urban background station. However, further studies would be necessary to evaluate the potential influence of particle size.
To assess the statistical differences between both methods as a function of the aerosol load, the Wilcoxon signed-rank test, a nonparametric statistical hypothesis test recommended for small sample sizes, was applied. Differences were quantified by calculating the absolute relative differences between the cell-phone and the TOT results, for each data point and then averaged (in absolute value) across samples. An analysis of the differences between the TOT and the cell-phone systems at different loadings was carried out in order to understand the potential influence of the filter loading on the optical methods response (Weingartner et al., 2003) .
The Wilcoxon signed-rank test indicated that results from both methodologies were, with 95% significance level, slightly different except for urban aerosols with low EC load. Table 2 shows that these differences were not large, and that they varied with aerosol load: larger similarities were observed at higher aerosol loads (with decreasing relative differences, from 43% to 36% in cookstove aerosols, with increasing particle load for biomass aerosols, Table 2 ). The only exception to this was observed for urban aerosols at low concentrations (non-statistically significant differences). This result highlights the overall need to take into account the aerosol load, as well as the aerosol type, when calibrating the cell-phone method.
Filter loading produces two effects on the optical methods response. On the one hand, the mass loading increases the absorption coefficient (Presser et al., 2014) . At the same time, shadowing effects may occur on the filter surface with heavier filter mass loading, resulting in an apparent reduced optical path length through the filter (Weingartner et al., 2003; Presser et al., 2014) and leading to the underestimation of the measured optical signals with high filter loads.
In general, in this kind of studies (e.g., cookstove studies) measured concentrations remain within a given (high) concentration range. Therefore carrying out the calibrations proposed in this work, tailored to the specific aerosol under study and at the concentrations expected, should be feasible. In our study, because the differences are relatively small (between 36 and 43%) one single correction equation is proposed.
Reflectance analysis by smoke stain reflectometer compared with EC by thermo-optical analysis (TOT)
Data are already available in the literature correlating reflectance measurements with EC values (Adeti and Ahiamadjie, 2012) . However, due to the variability in carbonaceous aerosol levels and composition associated with different sources (Hinds, 1999) , including fuel-stove combinations, local calibration for the specific type of aerosol under study of reflectance-based EC measurements is still necessary (Johnson et al., 2008) .
By regressing the EC load (μg/cm 2 ) against the reflectance values from the reflectometer two calculation equations were obtained (p b 0.05). After following a regression analysis, the best regression model to describe the relationship between RR values and EC was found to be a reciprocal lineal model. The equation to calculate EC from RR values determined with the reflectometer in the case of urban aerosol studied is 1/RR = 0.0034EC+0.0116 (R 2 = 0.9) and, in the case of biomass cookstove aerosol studied, 1/RR = 0.0081EC−0.006 (R 2 = 0.9).
The results in Fig. 2 show a clearly low dispersion of the data points, indicating a high accuracy in the estimation of EC using RR values. An external verification of the correlations summarized in Table 3 would be recommended. In general, the calculation and subsequent testing of these correction coefficients against a reference system is recommended for each specific study, given that each specific population is affected by EC and BC emissions from emission processes, which determine the type of aerosol generated (Bond, 2004) and thus the correction coefficients. Statistical representativeness should also be taken into account. 
Analysis of filter substrate on BC and EC quantification
To evaluate the influence of the filter substrate on the performance of the optical methods evaluated in this study, 16 paired filters (quartz and glass fibre) were identically loaded using the double-filter system of the LEMS (see Experimental methods). The BC load for each type of filter substrate was then analysed using reflectometry and cell-phone methods, the only two methods which are able to analyse both quartz and glass fibre filters. The comparison between filter substrates is especially relevant due to the significantly lower cost of glass fibre filters when compared to quartz fibre ones, in addition to their lower dependence on ambient humidity (for mass determination purposes by gravimetry). As a result, glass fibre filters are much more appropriate for resource-constrained sampling locations. Fig. 3 shows that optical BC measurements were moderately affected by the filter substrate. For identically-charged filters, reflectance values on glass fibre filters were 7% lower than for quartz fibre filters, with a significantly low dispersion of the data (R 2 = 0.99). Regarding the cell-phone system results, the influence of the filter substrate tended to be larger and with an opposite trend with BC concentrations on glass fibre filters being approximately 12% higher than those determined on quartz fibre filters. Data dispersion, even if still low, was higher (R 2 = 0.94) than by reflectometry.
There is visual evidence that filter characteristics are different. Glass fibre filters are matted, while quartz fibre are fibrous (see supporting information). Also, they have different pore size. Previous studies have explained that fibrous filters allow the particles to become partly or completely embedded (Bond et al., 1999) .The penetration of particles into the filters causes multiple scattering within the filter (Presser et al., 2014; Davy et al., 2017) and may cause the filters to be more reflective for a given aerosol loading than if the particles were retained on their surface (Edwards et al., 1983) . This occurs on matted filters, where the particles appear to be distributed discretely over the uneven topography of the matted surface (Presser et al., 2014) .
Although a more extensive empirical study could be useful to confirm the influence of filter substrate, results suggest that, in addition to taking into account the BC source (fuel and emission process), when calibrating the optical methods it is also necessary to consider the filter substrate. Table 3 summarizes the calculation and correction equations presented in Figs. 1 to 3 .
An external verification of the correlations summarized in Table 3 would be recommended. In general, the calculation and subsequent testing of these correction coefficients against a reference system is recommended for each specific study, given that each specific population is affected by EC and BC emissions from emission processes, which determine the type of aerosol generated (Bond, 2004) and thus the correction coefficients. Statistical representativeness should also be taken into account.
Conclusions
This paper shows that, for the aerosol types and concentrations tested and ensuring that calibration is carried out with local aerosols, optical methods such as reflectometry or a cell-phone based system may constitute low-cost alternatives for the estimation of BC or EC concentrations on filter substrates in cookstove studies under resourceconstrained conditions. Prior to the application of either of these techniques, locallydetermined correction coefficients must be calculated by comparison with a reference method based on a statistically significant number of samples for each specific study. The calibration should be carried out using filters collected in the field and under the same conditions as will be assessed, given that laboratory conditions will not yield the same type of emissions.
Results highlight the need to take into account the aerosol load on the filter when calibrating the lower cost methods, as well as the filter substrate.
The easy use of the cell-phone system opens up options for its application in science projects which actively involve citizens in scientific endeavours, also known as citizen science. This methodology could be useful for the process of data collection, which would increase the amount and frequency of data being collected, reducing the time and cost of sampling. Moreover, this would facilitate awareness raising regarding the environmental and health issues related to cookstoves and may lead to positive behavioural changes (Wyles et al., 2016) .
